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Abstract 
 
A new ultrahigh-resolution photoemission electron microscope called PEEM3 is being 
developed at the Advanced Light Source (ALS). An electron mirror combined with a 
sophisticated magnetic beam separator is used to provide simultaneous correction of 
spherical and chromatic aberrations. Installed on an elliptically polarized undulator 
beamline, PEEM3 will be operated with very high spatial resolution and high flux to 
study the composition, structure, electric and magnetic properties of complex materials. 
 
1.  Introduction 
 
     The photoemission electron microscope (PEEM) has been developed since 1930 [1,2] 
to study the surface and thin film properties of various materials. The X-ray PEEM, 
which was first built by Tonner [3-4], combines the power of modern synchrotron 
radiation spectroscopy with the full-field imaging of PEEM. Different contrast 
mechanisms such as topographic, elemental, chemical, orientation and magnetic are 
available with X-PEEM. In an X-PEEM, X-rays impinging on the sample cause the 
emission of secondary photoelectrons.  These electrons are accelerated to typically 10-
30keV and focused to produce a magnified intermediate image by an immersion 
objective lens. Then a series of projection lenses are often used to magnify the 
intermediate image further and form a final image on a CCD or other imaging detector.  
The lateral resolution limit of state-of-the-art X-PEEMs is about 20nm such as PEEM2 
now operating at the ALS[6].  
 
    The resolution of PEEM, like any electron microscope, is limited by electron 
diffraction and by spherical and chromatic aberrations of the electron optical system. 
Electron diffraction can be made sufficiently small by using electrons of high enough 
energy, and then the system resolution will be limited by residual aberrations.  Among 
these aberrations, astigmatism caused by misalignment and mechanical tolerance can be 
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compensated by stigmator; coma and field distortion are typically insignificant due to a 
limited imaging area; leaving chromatic and spherical aberrations as the main factors that 
limit the resolution. Early in the development of the electron optics theory, Scherzer [7] 
showed that under the assumption of static field, rotational symmetry lens, a space charge 
free beam or a beam which the velocity component does not reverse direction, any lens or 
lens system always suffers from chromatic and spherical aberrations.  
 
     There have been many attempts over the past sixty years or so to search for aberration 
correction schemes by relinquishing one of the preconditions for the validity of Scherzer 
theorem [8]. This is the frontier in electron optics instrumentation development, which 
would finally allow aberration-free imaging to the atomic scale. By breaking the  
rotational symmetry, the multipole aberration corrector used by Zach [9-10] in 1995, 
based on the theoretical work of Rose [11], produced an improvement in resolution from 
6 nm to better than 2.5 nm for a 1kV scanning electron microscope (SEM). Later, Haider 
[11-12] improved resolution in a commercial transmission electron microscope (TEM) 
from 0.26 nm to 0.12 nm. Recently, Krivanek [14] achieved a point resolution of 0.123 
nm for a 100kV scanning transmission electron microscope (STEM) using a quadrupole-
octupole arrangement. A second possibility for aberration correction is to use time-
varying fields [15], which eliminates the static field precondition. Synchrotron radiation 
sources are ideal for this type of compensation since the source is intrinsically pulsed 
with lengths typically smaller than 100 pico-seconds. An improvement in resolution with 
time varying field and pulsed excitation sources has not yet been achieved.  
 
    A third class of aberration corrector system is the so-called electron mirror [16-23]. By 
introducing a reflection in the electron path using electron mirror, the electron beam 
direction reverses and the electron velocity changes sign, thus the Scherzer  theorem no 
longer applies. In fact,  an electron mirror can have aberration coefficients with opposite 
signs to those of the lens system, even though it is rotationally symmetric. Therefore the 
electron mirror can be used to correct the chromatic and spherical aberrations of electron 
lens. X-PEEM can benefit greatly from aberration correction since the aberration 
coefficients of the objective are much larger than those of SEM and TEM objectives due 
to the wider secondary electron energy distribution and relative large field of view. 
 
    At the ALS, a new X-ray PEEM with mirror aberration corrector has been designed 
and will be dedicated to the study of complex materials. We refer to this instrument as 
PEEM3 to indicate that it is the ALS’s third generation PEEM. Another similar project 
using an electron mirror corrector, SMART (SpectroMicroscope for All Relevant 
Techniques) in Germany, has been designed as an ultrahigh resolution spectromicroscope 
for BESSY II [23-27]. Both of these systems are based on the realization of the correction 
of chromatic and spherical aberration using a type of hyperbolic electron mirror which 
was pioneered by Rempfer and co-workers [18-20]. 
 
2. The PEEM3 concept 
 
    The development of PEEM3 is based on the successful design and operation of 
PEEM2 [6, 28] at the ALS. One of the most exciting research areas with PEEM2 has 
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been the magnetism. The investigation of complex, multi-element magnetic structures 
[29] has been greatly facilitated by the easy tuning of the X-ray energy and the 
availability of the linear and circular polarized radiation at modern synchrotron sources 
combined with the spectromicroscopy technique. A spectacular example of the 
application of such techniques to problems in interfacial magnetism, in particular the 
coupling of ultra-thin ferromagnetic layers to antiferromagnetic substrates can be found 
in references [30-32]. The user community requires improvements in sensitivity, spatial 
resolution, and also the time resolution for the investigation of dynamic process of 
magnetic system. PEEM3 is designed to have two main operation modes: a high 
resolution mode and a high flux mode. For the high resolution mode, PEEM3 will 
achieve a spatial resolution of 5 nm at an efficiency (fraction of emitted electrons arriving 
at the detector) of a few percent, which is comparable to that at the best resolution of 
PEEM2. For the high flux mode, an electron transmission up to 90% is to be realized at a 
spatial resolution about 50nm.  

 
Fig.1 Schematic layout of an X-ray photoemission electron microscope using an electron 

mirror corrector at the ALS. 
 
     Fig.1 shows the schematic overview of the electron optics of PEEM3.  The electrons 
follow the path shown in dashed lines.  The objective lens forms an image plane at the 
left face of the separator, which subsequently transfers this image plane to the bottom 
face of the separator. Next the electron beam enters the mirror and then reflected back by 
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the mirror, which images with a magnification of -1 at the bottom of the separator.  The 
separator then transfers this new, aberration-corrected image to its right face, where the 
image is magnified by the transfer, intermediate and projector lenses, finally appearing at 
the CCD detector.  A set of two electric dodecapoles allows one to ensure that the beam 
arrives at the separator at the correct position and angle, and also allows stigmation of the 
image.  The electric-magnetic dodecapoles make it possible to have the electron beam hit 
the mirror on center and straight on, and come back to the center of the bottom face of the 
separator.  The field lens at the left face of the separator causes the field ray to be parallel 
to the axis, i.e., refers the back focal plane of the objective to a point infinitely far behind 
the objective.  Similarly, the field lens at the bottom of the separator puts an image of the 
back focal plane of the objective at the effective surface of the mirror.  Thus, a ray which 
exits the sample slightly above center  but with zero slope (dotted line in Fig. 1) arrives 
below the axis at the separator entrance, comes out of the  bottom of the separator to the 
left of the axis, hits the center of the mirror, comes back to the bottom of the separator but 
right of center, then is made parallel again by the bottom field lens.  After the separator 
comes a deflector and then a transfer lens, which images the back focal plane onto an 
aperture of selectable size.  Finally the intermediate and projector lenses transfer the 
image to the CCD with selectable magnification. 
 
 The major components briefly sketched above will now be described in more detail. 
 
2.1 X-ray beamline 
 
 An elliptically polarized undulator (EPU) at the straight sector 11 of the ALS will be 
used to produce radiation with continuously variable linear, circular or elliptical 
polarization. A variable line space (VLS) plane grating monochromator beamline will 
provide soft x-rays in the spectral range from 100eV to 1500eV. The requirement of 
absolutely stable energy calibration is of crucial importance for the measurement of small 
magnetic circular dichroism (MCD) signals, as in most applications of PEEM3. Variable 
beam sizes on sample from 3-50µm  are produced by a pair of bendable Kirkpatrick-Baez 
mirrors. Additionally, an UV-lamp and a laser system will be mounted to the sample 
chamber for different purposes such as alignment, commissioning, pump-probe 
experiment, etc. 
 
2.2 Objective and field lenses 
 
      The interaction of photons with a sample generates low energy secondary electrons. 
These electrons are collected and accelerated by the immersion objective lens to the 
nominal energy, 20keV. The objective lens is a pure electrostatic four electrode lens, in 
which the sample is also part of the lens and located at 2mm away from the second 
electrode.  The distance is changeable to accommodate different sample cases. This 
objective lens is an asymmetric lens and is similar to the PEEM2 objective lens [6], 
whose electron optical properties have been optimized to have small aberrations by 
Rempfer [33] and Watt [34]. An image with a magnification 12 is formed at the entrance 
plane of the magnetic beam separator. A field lens is located just in front of the entrance 
of the separator to make the field ray parallel upon entering the beam separator. The 
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objective lens, together with the field lens, forms a telescopic round lens system. This is 
necessary for mirror to run in so-called symmetric mode in which first-order chromatic 
distortion and third-order coma can be cancelled and curvature of field effect can be 
reduced [35]. The fundamental ray trajectories through the objective and field lens are 
shown in Fig.2. 

 
Fig.2 Fundamental ray trajectories of PEEM3 objective lens 

 
2.2 Magnetic beam separator 
 
    An electron mirror corrects the spherical and chromatic aberrations of the acceleration 
field and objective lens. However, practical implementation requires separation of 
incoming un-corrected electron beam to the mirror from the corrected outgoing rays to 
the projector column. A magnetic component can separate inbound and outbound beams.  
The beam separator consists of four quadrants, each of which acts as a stigmatic 8f 
transfer system.  Thus, the beam is transferred from the left to the bottom face, and from 
the bottom face to the right with no change in position or angle.  This beam separator 
itself is not rotationally symmetric, and its dominant aberrations cannot be corrected by 
the rotationally symmetric mirror. It therefore has to be designed with aberrations below 
the required resolution of the whole microscope. The route to this type separator used in 
SMART and in PEEM3 was first identified by Rose and Preikszas [35] and further 
developed in the work of Muller [25]. 
 
   Like the SMART separator, the PEEM3 separator has a square layout with midsection 
symmetry and a double mirror symmetry for each quadrant of the magnet. Due to these 
symmetries, most of the second order aberrations are cancelled. The imaging property of 
the beam separator is equivalent to that of a telescopic system of four round lenses. The 
object side focal plane of the first lens is transferred with unit magnification into the 
image side focal plane of the fourth lens. During the course of the design process, several 
separator prototypes with different transverse dimension and vertical gap have been 
studied using the truncated power series algebra (TPSA) technique [36]. The first trial 
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design had a transverse dimension of 90cm x90 cm and vertical gap of 10mm. The 
aberration of this separator exceeds the tolerance. It was then realized that the on-axis 
aberration of a separator can be reduced by decreasing the size of the magnet. As a 
compromise of filling factor and model check with SMART, one separator with 
dimension of 28cm x 28cm and vertical gap of 7mm was modeled. Detailed information 
of the design and analysis of PEEM3 separator can be found in reference [37]. Accurate 
calculation of the optical properties of the beam separator largely depends on the 
assumptions made while developing the field model for the magnet separator. The 
PEEM3 separator design was done using a localized 2D analytic magnetic field model 
and checked against finite-element models. When the vertical gap was reduced to 5mm, 
the calculated field in the 2D model matches that found by 3D modeling to sufficient  
accuracy. The specifications and calculated parameters of the separator with 7mm and 
5mm gap are given in table 1. 
 

Size of magnet  28cm 28cm 
Size of gap 7mm 5mm 

Width of groove 3mm, 6mm, 3mm 3mm, 3mm, 3mm 
Dispersion at 45 degree 0 0 

Mirror reflection 22.50, 450 22.50, 450 
Total bend angle 900 900 

current 72.39A, -144.78A, 72.39A 47.68A, -95.36A, 47.68A 
Bending electron energy 20KeV 20KeV 

Field 259.6Gauss 239.6Gauss 
Xακ -84mm -80mm  

Chromatic aberration Yβκ -306mm -305mm 
Xααα 71mm 64mm 
Xαββ -362mm -355mm 
Yβαα -374mm -355mm 

 
Spherical Aberration 

Yβββ 5900mm 8054mm 
 

Table1.  Specifications and calculated parameters of the separator with 7mm and 5mm 
gap 

 
2.3 Electron mirror 
 
   The idea of using an electron mirror to correct the chromatic and spherical aberration of 
a round lens dates back more than half a century [16-17]. Extensive studies of electron 
mirrors have been performed by Kelman [38-39], Rempfer [18-20], Shao [21-22], and 
Rose and coworkers [23, 40]. An electron mirror must have a reflecting electrode with a 
sufficiently negative bias to reverse the axial direction of the electron beam. Since a 
rotationally symmetric hyperbolic potential distribution can be expressed analytically, 
both Rempfer [20] and Shao [22] picked up this shape and studied the optical properties 
of a simple two electrode hyperbolic mirror. With a simple magnetic separator, Rempfer 
even demonstrated the principle of correction spherical and chromatic aberration 
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experimentally by using a two-electrode hyperbolic electron mirror on an electron-optical 
bench [18].  
 
    In 1990, Shao [21] proposed to use an electron mirror which has more than two 
electrodes and a different shape of the reflecting electrode to adjust the corrected 
aberration coefficients. Through numerical analysis of a four-electrode electric mirror, 
Shao showed that spherical and chromatic aberrations can be varied electrically without 
changing the image distance of the mirror. Later, a more sophisticated theoretical model 
using a time-dependent perturbation method was developed by Rose [40] and Preikszas 
[23] to fully understand the mirror system. The integral expressions for the aberration 
coefficients of system with large gradients of the trajectories like electron mirror were 
derived and different orders of aberrations of electron mirror were investigated in detail. 
 
     Two very different methods were developed to design the electron mirror for the 
PEEM3 microscope. The first one uses the industry standard commercial code SIMION 
[41]. SIMION is an electrostatic and magnetic field modeling program which solves the 
field using a finite difference method and traces the motion of electron using a fourth-
order Range-Kutta integrator. The second one uses the charged-ring method to calculate 
the field distribution and differential algebra (DA) technique to track the particle [42].  
The DA model approximates the exact solution of the equation of motion with a set of 
Taylor series of arbitrary but finite order expanded around a certain reference trajectory 
and gives Taylor maps. In principle, a DA technique can calculate numerically all 
aberration coefficients up to arbitrary order. Good agreement has been obtained between 
these two methods and a four electrode mirror has been found to effectively correct the 
spherical and chromatic aberrations from objective lens for various operation modes. 

 
Fig.3 The effectiveness of the electron mirror in correcting the spherical and chromatic 

aberrations of objective lens. a) Spherical aberration of objective lens. b) Spherical 
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aberration corrected by mirror. c) Chromatic aberration of objective lens. d) Chromatic 
aberration corrected by mirror 

 
    Fig.3 shows the effectiveness of the electron mirror in correcting the spherical and 
chromatic aberrations of objective lens. To test spherical aberration, we traced a set of 
electrons emitted from the sample on-axis, all with same initial energy 1.33eV and a 
range of initial angles (-90 to 90 degree). The objective lens is tuned for imaging 
electrons with an initial angle of 45o. At the image plane of the objective lens, the 
displacements for each electron are shown in Fig.3a as a function of initial angle. A 
straight line along y=0 will be formed if no spherical aberration exists in the objective 
lens.  Due to the spherical aberration of objective lens, the rays with bigger emitted angle 
are always more strongly focused than paraxial rays, thus give bigger displacement. 
Fig.3b shows the spherical aberration corrected by the mirror. It clearly shows that 
electron displacement distribution at the image plane becomes a straight line along y=0 
except at the largest angles, where fifth- and higher-order aberrations become important. 
For the chromatic aberration case, all electrons come off at the same angle but with 
different initial energies (0-20ev). Due to the chromatic aberration of objective lens, slow 
electrons are always strongly focused than fast electrons, thus giving a blur at the image 
plane as shown in Fig.3c. Fig.3d presents the effectiveness of the chromatic aberration 
corrected by electron mirror, which shows the faster electrons are focused strongly and 
slower electrons weakly, which is reversed to objective lens and gives the chromatic 
aberration correction.  
 

 
Fig.4 Fundamental ray trajectories of PEEM3 mirror column 

 
        The PEEM3 electron mirror has four rotationally symmetric electrodes and the 
reflecting electrode is a segment of a sphere with a radius of 5.6 mm. The inner electrode 
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is put at ground voltage, while the potentials of other electrodes give three free knobs to 
determine the focal length, the chromatic aberration and the spherical aberrations of the 
mirror. In order to cancel coma generated by the mirror, the magnification of mirror is 
chosen to be -1 and a field lens is placed near the image plane to ensure that the linear 
optics is telescopic as shown in Fig.4 for the fundamental ray trajectories. 

Due to the compact design of magnetic beam separator, it is difficult to put a beam 
monitor within the separator. A projector lens and CCD detector are located behind the 
mirror, which is used as a diagnostic PEEM. This PEEM has similar resolution as 
PEEM2.  It allows us independently to test and optimize the first half of the beam 
separator and  the incoming and outgoing beam at the mirror. In this operation mode, the 
mirror acts  as an unipotential lens and the electron beam passes though a 500µm 
diameter hole in the reflecting electrode. 
 
      Fig.5 shows the spherical and chromatic aberrations region covered by the PEEM3 
mirror. The solid star, rectangle, triangle and circle marks are the aberrations of the 
objective lens operated in different potential and working distances.  The solid lines and 
dashed lines are the aberrations of electron mirror with different electrode potential 
combination (shown as 0-14 kV for the two middle electrodes of the mirror in the figure) 
chosen to fix the focal length and adjust spherical and chromatic aberrations [42]. It 
shows that our four electrode mirror covers all the operation modes of objective lens. 

 
Fig. 5 Spherical and chromatic aberration region covered by PEEM3 electrode mirror and 

the values required to correct the aberrations of the objective lens for different object 
potentials and working distances.  

 
2.4 Transfer optics and projection system 
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        The transfer optics and projection system are used to magnify the intermediate 
image of object and source at the exit plane of the magnetic separator onto the CCD 
detector without distortion. The optical properties of this type of lens with different 
geometry of individual electrodes have been studied in great detail by Rempfer [43]. 
Rempfer measured the paraxial optical properties as well as the aberration coefficients of 
focal length and focal point for a wide range of electrostatic lens geometries. These data 
are in good agreement with our calculations which are based on SIMION simulation. 
Therefore, the lenses used in PEEM3 transfer and projector system are very similar to 
Rempfer’s lenses. 
 
        After the objective lens has magnified and accelerated the beam, the pencil angle of 
the electron beam is much reduced from the value θ at the sample to  ,   
where M is the magnification of the objective lens, E is the emission energy of the 
electron from sample in the range of 0 – 20 eV, and V is the nominal acceleration voltage 
of the objective lens (20kV). Thus all aberrations depending upon angle are very small in 
the transfer and projection system due to the small angle entering them. On the other 
hand, as the beam size at each transfer and projector lens is on the order of a millimeter 
or greater, the transfer and projector lenses must have distortion aberrations as small as 
possible. Rempfer [42-43] has proven that a nearly distortionless image can be achieved 
by two lenses working together when the constraint of having a real object external to the 
lens is removed.  Based on the above consideration, the transfer and projection system of 
PEEM3 consists of four electrostatic unipotential lenses with the last two lenses being 
bigger in aperture than the first two.  Schematic trajectories of field ray and axial ray are 
presented by dashed line and solid line respectively in Fig.6. The field ray coming from 
the magnetic separator exit plane with a zero slope intersects the optics between the first 
and second lens, where apertures of various diameter are placed. The first transfer lens is 
operated with a constant potential to give a unit magnification so as to keep the back 
focal plane image at the aperture. In the high resolution imaging mode, all four lenses are 
excited. In the high flux imaging mode, the fourth lens can be switched off. 

MVE /sin/ θ
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3. Determination of resolution 
 
     It is well-known that the resolution of an electron microscope depends not only on the 
aberrations of electron optics but also on the energy and angular spread of the initial 
electrons. The secondary electron distribution in X-ray excitation has been studied in 
detail by Henke [45]. In our model to determine the resolution of PEEM3, the secondary 
electron distribution is represented by a macro-particle model in which each macro-
particle carries a weight proportional to the probability density of the initial distribution 
as given by . Here, E is the emission energy of the electron; W is the 
work function of the sample; θ is the emission angle of the electron with respect to the 
sample’s normal direction. Then a statistical ensemble of electrons in sample with the 
initial conditions  is created. Within our model, we can track 
the electron beam distribution weighted with the probability anywhere in the system. The 
resolution is defined as rise-distance of 15% to 85% in intensity of the edge scanning the 
electron point-spread function as used in SMART project [46].  

4/( ) cos(θ)E E W+

),0( and )20,0( πθ ∈∈ evE

 
     Diffraction effects rise from the wave nature of electron and cause a fundamental limit 
to the resolving power of electron microscope, just as the wavelength of light limits the 
resolution of optical microscopes. In our model, the diffraction effect is calculated for 
each energy electron and summed up incoherently to yield the point-spread function. 
Thus the system resolution, referred to the sample, is given by a quadrature addition of 
resolution from the ray tracing result and diffraction Airy pattern.  The comparison of 
resolution versus transmission for PEEM2 and PEEM3 is shown in Fig.7. Operating at 
20kV and 2mm working distance, the point resolution for 100% transmission reaches 
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50nm with the mirror corrector, a significant reduction from that of 440nm without 
correction. The best resolution can be achieved is 5nm at 2% transmission, as opposed to 
20nm at 1% transmission of PEEM2. 

 
Fig.7. Comparison of resolution versus transmission of PEEM2 and PEEM3. The 

acceleration potential is 20kV and the working distance is 2mm.  
 
4. Summary 
 
     The third generation PEEM3 at the ALS has been designed. An electron mirror 
combined with a sophisticated magnetic beam separator is used to provide simultaneous 
correction of spherical and chromatic aberrations. The PEEM3 electron mirror has four 
rotationally symmetric electrodes and gives three free knobs with which to adjust the 
focal length, the chromatic and the spherical aberrations so that a wide aberration region 
can be covered for all the operation modes of objective lens. The PEEM3 magnetic 
separator has a double mirror symmetry configuration which forms a telescopic imaging 
system with a unit magnification between its entrance and planes. The second order 
geometrical aberrations and dispersion of first or second degree are cancelled out owing 
to the intrinsic symmetry at a deflection by 90 degree. By utilizing polarized radiation 
from an EPU with a VLS monochromator with high energy stability, PEEM3 allows the 
study of magnetically ordered systems with high spatial resolution and submonolayer  
sensitivity. Another significant advantage of the aberration correction is the increase of 
electron transmission. For a given spatial resolution, comparable with the conventional 
PEEM, the aperture size of PEEM3 can be made appreciably larger, resulting in a big 
increase in efficiency over PEEM2. Together with a tighter focusing of X-ray beam, an 
aberration corrected X-PEEM such PEEM3 will allow a significant increase in the image 
sensitivity and image acquisition speed, which are highly demanded for dynamics study 
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of complex materials. Therefore, Aberration corrected PEEM  will enable 
spectromicroscopy in whole new dimensions with nanoscale imaging capability [47-48].  
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